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NEW YORK STATE DEPARTMENT OF HEALTH
ENVIRONMENTAL LABORATORY APPROVAL PROGRAM

Proficiency Test Report

Lab id: 11642 USGS NATIONAL WATER QUALITY LABORATORY Shipment Date  : 24-Jul-2006
POB 25046-MS 407-BLDG 95 Closing Date : 31-Aug-2006
EPA Lab Code: DENVER, CO 80225-0046 Score Date . 20-Sep-2006
CO00009 (303) 236-2000

Director: MR. MERLE SHOCKEY

This report may contain data that are not covered by the NVLAP accreditation.
" Indicates NVLAP accredited analyte evaluated using the USEPA's National Standards for Water Proficiency Testing Studies Criteria Document.
NVLAP Lab Code 200387-0. ELAP is an A2LA accredited Proficiency Testing Provider. Certificate Number 1785.01

Shipment: 295 Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Metals | and Ii

Copper, Total ** ug/L 9511 USGS 705 701 * 659 - 747 637 - 769 Satisfactory
EPA Code: N/A l-4471-97 146 passed out of 158 reported results.
Copper, Total * ug/L 9511  USGS 692  701*  659-747 637 - 769 Satisfactory
EPA Code: N/A -4472-97 146 passed out of 158 reported results.
Iron, Total ** ug/L 9511 USGS 249 223+ 204 - 247 193 - 258 Check For Error
EPA Code: N/A -4471-97 90 passed out of 108 reported results.
Manganese, Total ** ug/L 9511 USGS 1940 1990* 1860 - 2140 1790 - 2210 Satisfactory
EPA Code: N/A 447297 121 passed out of 129 reported results.
Manganese, Total * ug/L 9511 USGS 1840 1990* 1860 - 2140 1790 - 2210 Satisfactory
EPA Code: N/A I-4471-97 121 passed out of 129 reported results.
Nickel, Total ** . ug/L 9511 USGS 863 880~ 827 - 952 795 - 983 Satisfactory
EPA Code: N/A I-4472:97 146 passed out of 152 reported results.
Nickel, Total ** ug/L 9511 USGS 854 880~ 827 -952 795 - 983 Satisfactory
EPA Code: N/A I-4471-97 146 passed out of 152 reported results.
Lead, Total ** ug/L 9511 USGS 1150 1150* 1060 - 1240 1010- 1280 Satisfactory
EPA Code: N/A l-4472-97 185 passed out of 196 reported results.
Antimony, Total ** ug/L 8511 USGS 480 445* 347 - 499 309-537 Satisfactory
EPA Code: N/A 1-4472-97 135 passed out of 136 reported results.
Selenium, Total ** ug/L 9511 USGS 1690 1690* 1450 - 1850 1350 - 1950 Satisfactory
EPA Code: N/A l-4472-97 142 passed out of 145 reported results.
Thallium, Total ** ug/L 9511 USGS 538 5§21~ 454 - 591 419 - 626 Satisfactory
EPA Code: N/A 1-4472-97 124 passed out of 125 reported results.
Vanadium, Total ** ug/L 9511 USGS 1280 1250* 1150 - 1350 1100 - 1400 Satisfactory

EPA Code: N/A 1-4471-97 101 passed out of 106 reported results.



